Prior to angioplasty, the dilatation catheter should be examined to

**PRECAUTIONS**

- Prior to use, examine all equipment carefully for defects. Examine the dilatation catheter for bends, kinks, or other damage. Do not use any defective equipment.
- Prepare equipment to be used following manufacturer's instructions or standard procedure.

**INSTRUCTIONS FOR USE**

1. Maintain guidewire position in the coronary artery by holding the wire while advancing dilatation catheter. Once the balloon is inflated, begin pulling the dilatation catheter out of the guide catheter while monitoring the wire position under fluoroscopy.
2. Withdraw the deflated dilatation catheter into the guiding catheter and persuaded lumen is reached. Carefully pull back the flexible, distal portion of the dilatation catheter out of the rotating hemostatic valve while maintaining the guidewire's position across the lesion.
3. Slide the distal tip of the dilatation catheter out of the hemostatic valve and tighten valve onto the guidewire to hold it securely in place.
4. Prepare the next dilatation catheter to be used, as previously described in the Preparation For Use section.
5. Advance the dilatation catheter onto the guidewire as previously described under the Instructions For Use Section, Step 4, and continue the procedure accordingly.

**REFERENCES**

- The physician should consult recent literature on current medical practice on balloon dilatation, such as that published by ACC/AHA.
- DISCLAIMER OF WARRANTY AND LIMITATION OF REMEDY

**EXPLANATION OF SYMBOLS**

- **Catalog Number**
- **Lot Number**
- **Balloo Diameter**
- **Ballooon Length**
- **Sterile Using Ethylene Oxide**
- **Use By**
- **Do Not Reuse**
- **Consult Instructions For Use**
- **Do Not Resterilize**

**Use By**

**Do Not Reuse**

**Consult Instructions For Use**

**Do Not Resterilize**

**Conformity to the Council Directive 93/42/EEC Concerning Medical Devices**

**EU Authorized Representative:**

OrbusNeich Medical B.V.
W. van der Loostraat 5
3871 AN Hoevelaken
The Netherlands

**Manufacturer:**

OrbusNeich Medical

**Quality First International Limited**

Suites 317-318
Burford Business Centre
11 Burford Road
Stratford, London E15 2ST
United Kingdom

www.OrbusNeich.com